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SUMMARY 


Advances in aircraft control system designs have, with increasing frequency, required that airdata be 
used as flight control feedbacks. This requirement makes it essential for these data to be measured with 
accuracy and high fidelity. Most airdata information is provided by pneumatic pressure measuring sensors. 
Typically unsteady pressure data provided by pneumatic sensing systems is distorted at high frequencies. 
The distortion is a result of the pressure being transmitted to the pressure sensor throug a engt o con- 
nective tubing. The pressure is distorted by frictional damping and wave reflection. As a result, airdata 
provided by all-flush, pneumatically sensed airdata systems may not meet the frequency response require- 
merits necessary for flight control augmentation. 

To investigate the effects of this high-frequency distortion in remotely located pressuremeasurement 
systems, both lab and flight tests were performed at the NASA Ames Research Center s Dryden Flight Re- 
search Facility. Good qualitative agreement between the lab and flight data are demonstrated. Results from 
these tests are used to describe the effects of pneumatic distortion in terms of a simple parametric model. 


INTRODUCTION 


Recent advances in aircraft performance and maneuverability have dramatically complicated the prob- 
lem of flight control augmentation. With increasing frequency, control system designs require that aero- 
dynamic parameters such as angle of attack and dynamic pressure be used as feedbacks. This design 
philosophy requires that these data be measured with accuracy and high fidelity. Typically these frequency 
response requirements are approximately 20 Hz. Most airdata information is provided by pneumatic pres- 
sure sensing systems. Unsteady pressure measurements may be distorted at high frequencies because t e 
pneumatic pressure sensing systems transmit pressure through a length of connective tubing. Pnman y, 
pressure distortion results from frictional damping along the tubing walls. Cavity resonance results from 
the reflection of pressure waves at the transducer end back up the tubing. 


A research effort was initiated at the NASA Ames Research Center’s Dryden Flight Research Facility 
to investigate the effects of this high frequency distortion in pressure measurement systems. These tests 
were sponsored in part by the Air Force Wright Aeronautical Laboratory. Both lab and flight tests were 
performed. The procedures and equipment used to obtain the data are presented. The resulting laboratory 
and flight data are presented. The lab and flight tests were used to describe the effects of pneumatic distor- 
tion within the pressure tubing in terms of a simple parametric model. Lab and flight results are compared 
using this parametric model. 


NOMENCLATURE 


c sonic velocity 

D pressure tubing cross-sectional diameter 

ESP electronically scanned pressure 

L length of pneumatic tubing 

M Mach number 


Mr 

Mb 

PCM 

Pi 

Pm 

U(x,t) 

x 

e 

p 

n 

Wfl 

W r 


magnitude ratio of first resonant peak 

magnitude ratio at 40 dB/decade rolloff frequency 

pulse code modulation 

sensor input pressure 

measured sensor pressure 

average wave speed at location x 

longitudinal spatial coordinate 

damping ratio of second-order model 

density 

time lag of second-order model 

frequency at which magnitude rolls off at 40 dB/decade 

natural frequency of second-order model 

frequency of first resonant peak 

GENERAL CONSIDERATIONS 


The typical pneumatic sensing system to be considered may be modeled as a straight cylindrical tube 
with an axisymmetric volume attached at its downstream end. The tube represents the transmission line 
from the surface to the sensor (fig. 1). The tube is considered to be of constant diameter, D, with length, 
L. Since most modern high fidelity pressure transducers have a negligible internal volume, it is assumed 
that the frequency response capability of the pressure transducer is far greater than that of the pneumatic 
tubing. This study attempts only to characterize the distortion induced by the pneumatic tubing. 



Figure 1 . Pneumatic pressure sensing system. 
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LABORATORY TESTS: EQUIPMENT, 
PROCEDURES, AND RESULTS 

consisted of: 

>. An acoustical amplifier with adjustable = volume and 

^IxtuTw'S ahowed the 'internal pressure to be either e.eva,ed or loweted to sintulate the 
effects of altitude, 

, an absolute pressure transducer, range 0.0-50,0 lb/in’ absolute, with ±0.5-percent accuracy, 

3. steel tubing sections, with lengths ranging from 0.35 to 10.89 ft and interior diameters ranging from 
0.021 to 0.125 in., 

4 a miniature strain gage differentia, pressure transducer; range ±2.0 Ib/in’ differential, with ±2.50- 

percent accuracy mounted in the head of the acoustical amplifier, 

5. the test transducer, a high frequency, 32-port, silicon-diaphragm^ ± 2.50-percent accu- 

6 an analog special analyzer which accepts two inputs, transforms them into relative magmtude and 
phase, and displays the resulting spectra on a logarithmic plotting evt , 

7, two oscilloscopes to display the time responses of the test and reference sensors, and 

8. a plotting device to record the spectral plots. 
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Figure 2. Laboratory setup for frequency response tests. 


3 



The test procedure cons, sled of comparing the frequency response of a transducer, mounted at the end of 
section of connective tubing, relative to that of a known pressure input. A single input port of the ESP 
ntcxiule was attached to the downstream end of the tubing tes, section; this port serveS as the test sensor 

The stratn-gage oansducer was mounted in the head of the amplifier to enclose zero internal volume- this 
transducer served as the test sensor. 




Figure 3. Electronic scanning pressure (ESP) transducer. 


TTie ESP module was vented to room pressure at the backside. The reference transducer also a dif 
ferenttal sensor, was vented to the system cavity on the backside. Differences between absolute pressure 
wtthtn the system cav, ty and room pressure were accounted for by adjusting the gains on d,e output signals 

The pressure within the amplifier cylinder cavity was lowered to simulate a desired altitude and a 
quency sweep was performed. All lab tests were performed at room temperature (approximately 70 °F) 
The responses of the test and reference sensors were passed through the spectral analyzer convertedYo 
relative magnitude, and expressed in polar fotm. The resulting magnitude and phase “ere pTJted a S a 

s uency - he ,es,s were repeated for Mverai ° f ihe “ - -:.; r x? P r 

Figures 4 and 5 present Bode plots in which both magnitude and phase angle are shown (ref 7) Fie 
ure depicts the frequency response of a test configuration with 48.5 in. of 0.021 -in steel tubing obtained 
w, h the system at ambient pressure (2300-f, altitude). Figure 5 shows the frequency of a £ 

configuration with 48.5 in. of 0.06-in. steel tubing at 2300-ft altitude The firct • > ■ 

e'hVt^ons 6 roHs o^^ui^ly beyond 10 Hz. On^e'othwhand^the^erontf^se^under^iamped^in^U 

exhibits a resonant peak of approximately 50 Hz. damped since it 
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FLIGHT TEST EQUIPMENT, 

PROCEDURES, AND RESULTS 

The flight experiment design considerations were similar to that of the laboratory experiments. The 
hardware for this experiment was installed in the right-hand wing of an F-15 research aircraft. An access 
panel on the leading edge was used to install various test orifices and system hardware. 

The flight-test configuration, figure 6, consisted of a set of static test orifices with diameters of 0.02, 

0 04 and 0.06 in. Data were obtained from two groups of pressure orifices. Group 1 was situated at 
the 10-percent chord, 40-percent span, group 2 was located approximately 12 in. outboard Reference 
measurements were provided by a thin, very low volume, high-frequency piezoelectric wafer pressure 
transducer, glued to the aircraft skin adjacent to group 1. 

ORIGINAL PAGE 

BLACK AND WHITE PHOTOGRAPH 
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Figure 6. Flight test configuration. 


The pressure ports of the test matrix were designed to allow for tubing sections to be interchangeable 
so that various tubing geometries could be evaluated. Individual test ports were fabricated using s ort 
pieces of metal tubing (approximately 1 in.) with internal diameters of 0.02, 0.04, and 0.06 in. A washer 
was soldered around the tubing 0.25 in. from one end. The entire piece was inserted into the aircraft skin 
from inside the wing through holes of corresponding diameters. The washer was cemented m place from 
the inside. The short external stem of tubing was filed flush with the surface of the wing. Flexible tubing 
of various lengths was run from the orifices to an ESP module identical to that used in the lab tests. A 
schematic of the flight-test configuration is depicted in figure 7. Test ports 1 and 2 had tubing diameters 
of 0.06 in., test port 3 a tubing diameter of 0.04 in., and test port 4 a tubing diameter of 0.02 in. The test 
ports, port diameters, and tubing lengths and diameters used during the flight tests are tabulated in table . 
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Table 1. Test port diameters, tubing lengths, and diameters used for flight test experiment. 


Port 

number 

Diameter 

Transducer 

type 

Volume, 

in 3 

Tubing 
diameter, in. 

Tubing 
length, ft 


— 

Surface mounted wafer 


— 

— 

1 

0.06 

ESP 

0.001 

0.06 


2 

0.06 

ESP 

0.001 

0.06 

2.0, 4.0, 8.0 

3 

0.04 

ESP 


0.04 

2.0, 4.0, 8.0 

4 

0.02 

ESP 


0.02 

2.0, 4.0, 8.0 


The diameter of each ESP input port is 0.04 in. Each port is connected to 0.59 in. of external metal tubing. 
The flexible tubing sections of various lengths and diameters were slipped over this external tubing. The 
ESP module multiplexed the individual port measurements and the resulting signal was sent to a 10-bit 
pulse code modulation (PCM) system, sampled, time-tagged, and recorded on onboard tape at a rate of 
500 samples/sec. The ESP module transducers were ranged for ±5.00 lb/ft 2 -differential. The ESP module 
environment was controlled by wrapping the transducer in a heater blanket to eliminate temperature shifts. 



Figure 7. Flight test configuration. 
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As mentioned earlier, since the ESP module is a differential 

was provided by a damping reservoir which contains * “S'" by a 0-15 lb/in 2 absolute pressure 

in the wing cavity, and the pressure within this rese, ™ p ^Idl is ±2.50 pereen, of 

transducer. The estimated uncertainty in t e S ™P c Reference pressure measurements were 

full scale. The output resolution was approximate ly ( ±25 lb ft ^ since the reference ffans . 

provided by a ple ^ 1 “ t ™ i^^rcraft skTn its environment could not be controlled. Specifically, the 
ducer was mounted external to the aircra ’ ' ,, , than those recommended for the nor- 

temperatures experienced by the transducer were off scale. To 

mal operating range of the transducer. is cause t coupled with a passive second-order, 

eliminate this drift, the reference sensor output was eta ctrontcaHj ^sing problems. The 

band-pass filter to remove ,he ? hTto" analog output from dte reference transducer-bandpass 

filter pass band extended tom U ^ 101 - J M at g 500 s amp , e s/sec, time tagged, and recotded on 

filter was passed to the aircraft PLM sy , P . , ? n nercent 0 f f u ii scale. The output 

onboard tape. The estimated uncertainty ,n the sampled output is ±2.0 percent 

resolution is 0.25 lbf/ft 2 

The following procedure was used to obtain the flight data which i was used windup 

sponse analyses. With the aircraft engine set at a constant powe & P f k would be 

r ch ^ — the 

sensor matrix. 

Two representative time history cases are presented in figures 8 and 13. ^corresponding frequency 

response data are shown in figures 9 through 12, and figures t roug 

Pigure » illusn-ates time history data obtained a, an altitude of “;““ n“' > ^ 
oXS"tX:g: Z of (hOtS-i n r diameter tubing; port 3 with 8 .0 f, of 0.04 

-in. diameter tubing; and port 4 with 8.0 ft of 0.02-in. diameter tubing. 

; SS ZSStS! i « >“•* "t "' *• “i- ““ 
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as the tubing damping grows larger. These results are as expected and are qualitatively cons, stent with the 
lab results. 
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Presented - hguie U a, time histoty 

sented, from bottom to top respectively, are the press d g diameter tubing; port 3 with 

the port 1 with 0.5 f, of 0.0<S-in. diameter ^To l « 0 02 -in diameter tubing. 

2.0 ft of 0.04-in. diameter tubing, and port 4 witn z.u 


Length = 2 ft 



Length = 2 ft 

100 r Diameter = 0.06 In. 




Time, sec 9670 


Figure 13. Flight-test configuration pressure data at 19,800 ft altitude and M 
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The corresponding frequency response data are depicted in figures 14 through 17 4 tnr p • , 

, e ,„div,d U al frequency responses of pons , through relative to the IrZt i 
a e port output shows resonant behavior similar to the output in figure 9- whereas the ontnnfc f 
the pons with the 2.0-f, line lengths show less damping than in figures 10 through 12 P 
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dB 
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Figure 14. Frequency response for port 1 with 0.5 ft of 0.06-in. diameter line. 
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Figure 15. Frequency response for pon 2 with 2.0 ft of 0.06-in. diameter line. 


16 










17 


PARAMETRIC MODEL 


j»jb£3=s.-=:sk£ arsssKsr ■■■ - 


Parametric Summary of Lab Data 


and altitude are preremed^^gTres ^1 ^tou^ 21 T/ f ™ Ctl ° n ° f the P ressure tubing geometiy 

against tubing length for a vanefy of tubi^Zet Aslhe tubineT * ! ”” Z Pi "« ™ io ^ 
ratto of the system approaches zero. The damping ratio decreases as die dfameter^the tubbtg is^ncrea^ed 



le'r A 'LTutog ,X7ZZTs a8ainS ' ' Ub,nE ,en8 * h fOT « <* -ubing diame- 

a slight effect on the ^naturaf frequency as the °w ^ ^ rapidly - ^ 

3 tUned PiPC Where the " atural frequency is 
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Figure iv. — 

Parametric 20 shows the 
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Ir;^ 

Se" *”"°> " «*“““ effeC,S “ " 


Figure 20 . 



Allliuuv, iv 

Lab results: damptng ratio as a function of altitude. 
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Figure 21. Lab results: natural frequency as a function of altitude. 

Parametric Summary of Flight Data 

tubing geometiy md pressure V * Iues f ° r * and as a function of the pressur 
-d 23. The paranteters are plotted ts f Cubing geontetty in fibres 2 

^ and 25. In figure 25, the natural frequency shows a * 
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Figure 24. Flight results: damping ratio as a function of altitude. 
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Comparison of Flight and Lab Test Results 

figu^ZdT^nZeTuret fand^" *7 f “ d 21 -pen m posed upon the High, 
wilh lengths of 2 0 4 0 and 8 Oft 'rIT-ri" T 777 * f “ nC,ion ° f al “ tude for0 *-in. diameter tubing 
do no, apee quantitatLlv 7 ““ " ightrcsults - whi,e being qualitatively similar 

frequency than do he High, Z 1 1 T '**" 3 hi8her dam P in S ™ i ° a " d higher natura 

show a slight drop as Ldtude^re^es^he^ab darnel ler '7n! ra !t7 qUenc ' es °h ,a i ne d from the flight data 

flight data are most likely a result of the lab data beino nht • h lsa F“ mcnts betwcen ‘he lab data and the 
data. The lab tests were petfood a, 70° F whereat Te ^il^L 8 77““ ‘ han WCrc ,he fli « h ‘ 

that the parameters resulting from the lab and flight S'^toTlvdy' 31 ’ ^ " “ "°‘ SUrpriSing 

pneuldc^!"^ 777 7 ‘ he Solutio " P">bletn of 

would be eliminated and the sensor time lag would be reduced torero^H !“ T? fnC “ onal damping 
partly true. As the tubine lenerh anH th» Hn • l ° Zer °' ^ owever > this conclusion is only 

resonant peak grows rapidly. 1 At the same tir^T as g the n r°h aPP T aCh ^7°’ ^ magnitude ratio of the first 
vibration begins to grow asymptotically Thic eng diminishes, the natural frequency of 

turbulent noise greatly within the boundary layer itself The amplMe d ^ T* 1 ”"™ 5 wUI tend to amplify 
changes which are occunlng outside of the boundary layer if PrcSSUre 


1 3.7 dB. This coircsponds u> an amplification facto, of ion ,Mc ra[l ° ” f lfK resonam peak is 
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Ren, re 26. Lab and flight comparisons: damping ratio. 


Figure 



The system designer must take great care when attem P* n | ^0^ c^noTteachievS then the designer 
ae expected resonance frequency of the sensing sys 


CONCLUDING REMARKS 

Laboratory and flight data were ^|^^ s ^ tto^lab 

ifenng ambient temperatures for the lab and fllg tes 
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as a second-order filttnThe' is^T” T” SySlemS ™ y be modeIed 
to simulate the effects of pneumatic distortion of the ’ P e ’ be used by the system designer 

venien, means of unifying^ “deZsTe fl h Z17 measuremenls - model provided a con- 
of this model, show great consistency and predictability T^da! 0 ^ ^ analyzed throu g h the use 
appropriate structure of these model parameters. * H d “ presented offer some insight into the 

reference 2 should be cam^dfmh^to JrovidTfSi^ e ^ uatlon (1) and the complex wave equation of 
an entire range of altitudes and tubing geometries Thel°n “I menS1 ° nal Pieters which hold over 
related to ( and ui n . Such a study may fid in reconciling ° nd, ™ ensional Parameters could be uniquely 
the lab and flight data. ® me oP Quantitative discrepancies between 


Ames Research Center 
Dryden Flight Research Facility 
National Aeronautics and Space Administration 
tdwards, California, October 10, 1989 
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appendix 

th _ cffecK of pneumatic distortion within 

A considerable body of 

remotely mounted pressure sensing cont i nu ity to predict the behavior o p e f or ove rdamped 

used the equations of momentum approach, although simp e an This analysis 

terms of a first order lag behavior which occurs m 2, 3, 5, and 6, 

systems, does not allow v7 hirh large internal volumes are s f^om the surface 

is valid only for sensing systems ^ ations a t the surface propagate as lon ^'" frictional attenuation 

wave behavior may * 

Reference 2 has demonstra boun dary conditions. The mode , ve ^ and a nonres onant 

.^ri^iv: ^ - m “ w ' of retaence 2 may 

^Tsru-*.*- 

^ / 1\ 


d PuW 2 + 2 f + U 2 „P*«) = W » P ' (0 

_ d? - dt . ... TU. 


(1) 


dt 5 4 The seC ond-order model can 

where «*> is the ^ ^"S5L - 

tTptg “aiCt a^d natural of Ac second harmonic is far less than 

S*e SrH^the model of etfuatton (1> rcsulls . m parameters 

lr^:s=^^ 

overdamped cases (£ > if ’ ^ aTwhicMhe magnUude tls'off asymptotically at 40 dB/decade. 
magnitude ratio, Ms, ^ frequency, «. at wh.ch 
In this case ■■ 


W„ = Wfl 


and 


_ Mb 
2 

.. . ,he damping ratio and natural frequency may 

Fornnderdamped senstng sy^« ^ 0 , the first resonant peak. In . •• case 

from the magnitude ratio, M„«u 

2 a. — i — — = 0 


be determined 


(2) 


£ 4 + 4M r 2 
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and 


= 


W r 


i/r^2e o) 

~ !^v=3r=5?s:*; 


Since 


2 .( 

t l = i 


r L is a redundant parameter, its values will 


w„ 


not be explicitly given in this 


report. 
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